
Laboratory 10: 11467 

Customer: Hydroquest 
Paul Rubin 
909 County Rt 2 
Accord, NY 12404 

Date/Time Received: 11/23/2011 09:20 

P. Rubin Collected by: 

National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-5166 

(440) 449-2525, Fax: (440) 449-8585 

ANALYTICAL REPORTS 

SAMPLE CODE: 307297 

12/14/2011 

Source: 

Source City: Dimock 

Source State: PA 

The results herein conform to TNI and IS()/IEC 17025 standards. where applicable, unless. otherwise narrated In the body of the report. The uncertainty of 
the test results are available upon request. All Dates,and Times are reported as U.S. Eastern Time. 

Legend: 

Any Level Detected in RED or marked with • indicates that the value has exceeded the EPA Maximum Contaminant Level (MCL) or one of the Standards of Quality. 

"ND" This contaminant was not detected at or above our lower reporting limit (LRL) 

"NA"· NotAnalyzed 

"Standard" This column indicates either the Maximum Contaminant Level (MCL) for EPA Primary Standards or the guideline values for EPA 
Secondary Standards. 

"LRL" This column indicates the Lower Reporting Limit, which is the lowest level that the laboratory can detect a contaminant. 

Report Notes: 

pH analysis by EPA Method 150.1 has a 15 minute hold time from sampling to analysis. Analysis of pH past the 15 minute hold time should be considered an 
estimate. 
NA- Not Analyzed: Test was not perfonned due to high sediment or natural color of sample. 

h1orgariic Analytes -Metals 

;j_·a~~··;· ··:c;-;li~J?I1~"-·::~~ ". ~~~~:J ,-~·-y·lfo)J:f. ·· · ':'·~Q;g;::; :',-:;:·:::\s~W.1f:s~·;: :·~;~r'c:, : ·-f~f;,~E. ·· · • · .. ·.·. · .·• :1i1wzoi f.16:1.o · 
.. :,;;·, .·. ' >·-

1005 Arsenic 200.8 0.010 mgll 0.002 0.015• 

:1o1f; 

1016 

:1o2( · ;lro.!i ·: 
1030 

1052 

;19.05 
1928 

1li29;. 
1064 

Lead 

Sodium 

_··p;p~a~~!i~~c'bl.~~{·)·-······. 
Bicarbonate (as CaC03) 

Conductivity 

:296~.' , F'oamtii9'.0:9\iilt~, 
... ,· 

1925 pH 

200.8 O.Q15 mg/L 0.001 0.029. 

200.7 mg/L 62 

Physical Factors 
-;:212bs ':,1-q• ;. -- •cO' • · · · -~:A: 
. :;: ~l: ,· : ·, '!. ~ ..... :. " •• :., .:.. :-.· J ; __ ;:,,-. ·: :: • • 

23208 

25108 

150.1 6.5-8.5 

mgll 

umhos/c 
m 

pH Units 

20 140 

320 

8.5 
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1930 

:o1'ciiF 
' ~.:.;: ' ~- ·~: ''" . 

1004 Bromide 

2942 Bromoform 

29ir< '.'. :j ,+::6(c~ioro\lifi~'Oe< •• · .•. 
I.:.:- . ·:,: :~ . ..,;_,; ' '' -.",., : ;. '~;; '.:::.' ·.<:_! i ,.,: .__:- :..:~: ',;_, ;.;., __ . ·'; 

2410 1,1-Dichloropropene 

'242D'' 1:?;a'.frttl)lqi~b~i:l_zef)~:•• .. 
~.-,.-.;,,e 0', ;·,,;..,.~~-; ,;: ~ •',-.,•,J '•••••>>-. ~,;,,:..,.; ~· • ·'~ ;,,~>''';~, 

300.1 

524.2 
THMs 

524.2 

2414 1,2,3-Trichloropropane 524.2 

2418 1.2,4-Trimethylbenzene 524.2 

;zssa· .·~1 ;2~Bi6titotob'e(i'z.iin~ .. 
i-~'-:_',;,[ .. ~- ;:_.·. 1 • .,.. ' ~~: •• :..;;.;,:. 

2980 1 ;2-Dichloroethane 524.2 

2~aa: , "1.2~oichl.i>ib'R~6ii~fi~: · · • • · 524\'2. ·· · ··· 
~.: .. ,_;; .·:,;_:. ,;, >: P~·,,,,·:.~-""-····" :,;.;•;,,.-,:,.,,,.' --~J '.; 0 :.:. ,.'.;:~;:,:.,·, ~ .~,: •• ,..,> 
2424 1 ,3,5-Trimethylbenzene 524.2 

.. 
2412 1.3-0ichloropropane 524.2 

National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-5166 

(440) 449-2525, Fax: (440)449-8585 

0.005 

ANALYTICAL REPORTS 

SAMPLE CODE: 307297 

12/14/2011 

Inorganic Analytes -Other 

mg/L 0.025 ND 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 NO 

mg/L 0.000.5 NO 

mg/L o:ooo5 ND 

mg/L 0.0005 ND 

mg/L 0.0005 NO 
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2416 2,2-Dichloropropane 524.2 

~;~t;· •. ~~\9rr¥!~~Jiq~r·~·· 
2966 4-Chlorotoluene 524.2 

:ioso:•. •.·4.d~.Wi6P.Y,!i9ili~~~:· • · •.. ·· 
'~·'""'~- r. .. ·-·~·-·-- .. ,,_, ·--· 

2990 Benzene 524.2 

mg/L 
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0.005 mg/L 
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0.0005 NO 

0.0005 ND 
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2216 Chloroethane 524.2 

2380 cis-1 ,2-Dichloroethene 524.2 

,~t.~:> . ~~s!.:J,~6i~H~Ci~P,P.[f.P.~n~:· . ·;:s-t.~i~~ :, ., 
2408 Dibromomethane 524.2 

2964 Dichloromethane 524,2 

f2~~r~~:L ::·7~~Hf~fj~riZ&:~~~L ~, · ·· · .. 
,:C.:.~-~·.:.:...)_".:. ",. ..... ,~-'··-~·--·~; ·--"'~·· ~-=~·~ ''"'. ~· .. 
2246 Hexachlorobutadlene 524.2 

2251 Methyl Tert Butyl Ether 524.2 

2248 Naphthalene 524.2 

~2~~*0; .:l?~~~.i¥i&~il¥:~~~. ... . ' 
2997 a-Xylene 

2979 trans-1 ,2-Dichloroethene 524.2 

National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-5166 

(440) 449-2525, Fax: (440) 449-8585 
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0.1 

ANALYTICAL REPORTS 

SAMPLE CODE: 307297 

12/14/2011 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

.ili9.i.~: : .;·~,];~905 . ~ >r:Jo .. , ... ,,,, ,. ',. ~ ::, ·:··: ,• 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/l 0.0005 ND 

mg/L 0.0005 ND 

0.0005 

mg/L 0.0005 ND 
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1-iii2iio~-~; 1e:1o• ::.·.: ~·.: .. · 
2984 Trichloroethene 524.2 0.005 mg/L 0.0005 ND 11/22/2011 16:10 

~~:~&:l .. ·:;}i\,4§i?r~~~:a.~~,~~/~~~~ \;::C?;~~~~:~·:: ... ~~- :L:.:.:-; .m,$f_·:JJ.:g89!i.''·.···,N[),<••• ·· 
2904 Trichlorotrifluoroethane 524.2 mg/L 0.0005 ND 

2955 Xylenes (Total) 524.2 10 mg/L 0.0015 ND 

· 1'1'12it261:i ··.; 1611 a 
'. -·. . . . ·:;: ... ~ . 
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National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, MI. 48197-5166 

(440) 449-2525, Fax: (440) 449-8585 

ANALYTICAL REPORTS 

SAMPLE CODE: 307297 

12[14/2011 

These test results may be used for compliance purpose as required. 
(1)DUETO THE LIMITATION OF EPA METHOD524.2, m AND p ISOMERS OF XYLENE ARE REPORTED AS 
AGGREGATE. 

David Vesey, Technical Director 

This report cannot be reproduced, except in full, without the written approval of National Testing Laboratories, Ltd. 
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~National Testing 
Laboratories, Uol. 

CLIENT COMMENTS: 

A.J') ;:_,J".,. rc c i-J;er 

/'~·r-c.r:-1 ei-t'rJ 

SAMPLE 

(3) 

COC-001 12/l/03 

DIM0052930 

CHA~N OF CUSTODY Page __ ~of ___ _ 

Initiated by: 0 Client 0 Broward Testing laboratory, ltd. 0 National Testing laboratories, Ltd. 

TYPES OF SAMPLES 

DRINKING WATER{§) SOIL SAMPLE 

GROUND WATER ~ G SLUDGE/WASTE = W 

POOL WATER = P OTHER TYPE =0 

SAMPLE SITE 

See instructions on reverse side ~ 

0 
1.() 

0 
:::s:::l 

() 
0 
2: 
0 

DIM0052935 



m National Testing 
laboratories, Ltd. 

NAME: 

;tla c /; • &ern ( 

DIM0052930 

lllllllllllllllllllllllll llilllllllllllllllllllllllllllllllllillllllll 
CHAIN OF CUSTODY lllllllllllllllllllllllllllll~lllllllllllllllllllffllllfllllllll 

Initiated by: 0 Client 0 Broward Testing Laboratory, ltd. O~exJP~ __ 1.1~4~~3 .. ~oc 

TYPES OF SAMPLES: 

DRINKING WATER •. cQ) SOIL SAMPLE = S 

GROUND WATER = G SLUDGEtWASTE = W 

POOL WATER = P OTHER TYPE 

SAMPLE SITE 

See instructions on reverse side -7 

DIM0052936 



~National resting 
Laboratories~ Ud. 

i-/ . ~ ·, :,~;..;:.:..:.:'"'' •. ,.:.,:,,,.,:;.,;:;:;;;:~·--··_;:· -:.::::t·r..~:.:::. .. : .. ;-~---'~ 
l~~~~:E~~~~~.e-cr.ic,;;:~ 

General Compliance 
Order Number: 
Order Date: 

2017288 
11/17/2011 

Sample Number: 

Sold To: 
Hydroquest 
Paul Rubin 

1-800-458-3330 

909 County Rt 2 
Accord 
(845)65.7 -8111 
hydroquest@yahoo.com 

Date Sampled :_1!__1 ;h:t.f_ff_ 

NY 12404 

Product: 
Sample Paid: No 

TSR: MRM 

Time Sampled: J.f : 5~0 Please Use Military Time. e.g. 3:00pm= 15:oo 

Check Time Zone: (0isT 0 CST 0 MST 0 PST 

Client Name: !l/c;-p<:.ii·- Bert) C1y)rb ~ (le!:f) 

Phone Number: 8 !.f S"- b 5-7- g //1 

Fax Number: -----------------------------
PWS ID# (if applicable): 

-----,.-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-i-
i i 

! Ex. 6 - Personal Privacy ! 
Sample ID or Source: c;' f g lf 3 ! ! 

·-·-·-7··-·-·-·--·-·-~-·-

City&State: 0/ mock, /;4 
{lfbifferent than Above) 

c . ---/' / 
Sample Collected By: .-/·~ fZ /&~ 

~ (Signature) 

Sample Collected By: ~v/ ,4, 8. u bih 
,?7 (Please Print) 

Fonn Completed By: /~ t:(. A' 

Additional Comments: J 
f/eo.s·e AJ ·· {( '!· l~ -,:o 

Mise Chemical 
Payment Method: 

For Laboratory Use ONLY 

Lab Accounting Information: 

Payment$: 

Check#: 

Lab Comments/Special Instructions: 

EPA Method 8015 : 2-Butoxylethanol, EThylene 
Glycol, Glutaraldehyde, Ethoxylated Alcohol, EPA 
8260: Thioglycolic Acid, Acrylonitrile, 
2-Propyn-1-ol, Formaldehyde & Strontium, Methane 
and Ethane. 

State Forms: 

Lab Sample Information: 

Date Received: __ ! __ , __ 

Time Received: 

Received By: 

O Sample receipt criteria checked & acceptable. 

0 Deviations from acceptable sample receipt criteria noted 
on PSA form. 

INCOMPLETE INFORMATION MAY DELAY ANALYSIS AND/OR INVALIDATE RESULTS 

DIM0052930 
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SummitEnvironmental Technologies, Inc. 
Cooler Receipt Form I 111111111111111111 1111111111~111111111 I \lllllllllll\l\lllllll\llllllllllllll\111111 

Order 10: 1124423 COOLER 

Client: tJ 0 + ; 0 >\. "'- \ T e ( ~- ,' ;t ~ Order 10: __________ _ 

Log in lnrtials ________ _ 

Date Received: { / 2 Z II Time Received:. _ __,_/ U=--'6"---'c::...) _Date opened:._J{_,/~2.,__,(..__,_/..L/ __ 

Number of Coolers/~~es: N/A 

Shipper: FED EX (ups DHL Airborne US Postal Walk-in 

Packaging: ~eanuts0ubble Wrap Paper Foam None 

Tape on cooler/box: Q 
Custody Seals intact Y 

C-0-C in plastic ~ 

Unpacked by:_/1<--:c.._"' ___ _ 

Pickup Other:. ______ _ 

Other: _________ _ 

N/A 

N/A 

N N/A 

<) ."") "C { Coolant lce~ue ice_Water_None__ Sample Temperature___,:__:...__,;__ 

C-0-C filled out properly (y N N/A 

Samples in separate bags Y ~ N/A 

Sample containers Intact N N/A 

~If no, list broken sample(s):. ________________________ _ 

Sample label(s) complete (10, date, etc.) (' N N/A 

~ N N/A Label(s).agree with C-0-C 

Correct containers used ~ N NIA 

Sufficient sample received (!__ N N/A 

Samples at correct pH?. (list below) y N ~A 
Bubbles absent from 40 ml vials*' ~ N N/A 

··Samples with bubbles less than the size of a pea are a(',ceptable. 

Client contact: ______________ DalerTime~: -----------

Comments: ______________________________ _ 

I Sample 10 oH Sample 10 ~-. 
i·-~~ 

I 

Rev. 6a 

1 
___ ) 

l 
i 

I 
I 
12/10/"10 

DIMOCK_011153 
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Approved By : 

ENVIRONMENTAl. TECHNOLOGIES, INC. 
Analyt'ica/ Laboratories 

LABORATORY REPORT 

Client 
National Testing Laboratories 

6571 Wilson Mills Road 
Cleveland, Ohio 44143 

Order Number 
1124423 

c·-·-·-·-·-·-·P.ro.ie.c.t., N urn ber 
i Ex. 4 - CBI i(Hydroquest) 
L·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·l 

Issued 
Monday, December 05, 2011 

Total Number of Pages 

4 (excluding C.O.C. and cooler receipt form) 

()p~ 
It\&.-.. -.-·····-···· ............. . 
QA Manager llmllmmmlll~llllliiiWIIII 

NELAC Accreditation #E87688 

"Analytical Integrity" · EPA Certified · NELAP Certified 
331 0 Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-4489 

Web Site: WWl'l.settek.com 
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ENVIRONMENTAL TECHNOLOGIES, INC. 

Analytical Laboratories 

Sample Summary 

Client: National Testing Laboratories 

Order Number: 1124423 

laboratory ID Client ID 

1124423-01 61843 

Matrix 

Drinking Water 

2 

Sampling Date 

11/22/2011 

"Analytical Integrity" · EPA Certified · NELAP Certified 
3310 Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-4489 

Web Site: www.settek.com 
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Wll~ ~~~l! .. n,~;, . ..JW!lf 
~jfi);li' 

ENVIRONMENTAL TECHNOLOGIES, INC. 

Analytical Laboratories 

Client: National Testing Laboratories 

Order Number: 1124423 

Report Narrative 

3 

No problems were encountered during analysis ofthis order number, except as noted. 

Data Qualifiers: 
B = Analyte found in the method blank 
J = Estimated concentration of analyte between MDL (LOD) and Reporting Limit (LOQ) 
C = Analyte has been. confirmed by another instrument or method 
E = Ana lyle exceeds the upper limit of the calibration curve. 
D = Sample or extract was analyzed at a higher dilution 
X = User defined data qualifier. 
S = Surrogate out. of control.limits 
U = Undetected 
a = Not Accredited by NELAC 

NO = Non Detected at LOQ 
DF = Dilution Factor 

Limit Of Quantitation (LOQ) = Laboratory Reporting Limit (not adjusted for dilution factor) 
Limit Of Detection (LOD) =Laboratory Detection Limit 

Estimated uncertainty values are.available upon request 

Matrices: 
A=Air 
C =Cream 
DW = Drinking Water 
L =Liquid 
O=Oii 
SL =Sludge 
SO=Soil 
S =Solid 
T =Tablet 
TC = TCLP Extract 
WW =Waste Water 
W=Wipe 

The test results meet the requirements of the NELAC standard, except where noted. The information contained in 
this analytical report is the sole property of Summit Environmental Technologies, Inc. and that of the client It cannot 
be reproduced in any form without the consent of Summit Environmental Technologies, Inc. or the client for which this 
report was issued. The results contained in this report are only representative of the samples received. Conditions 
can vary at different times and at different sampling conditions. Summit Environmental Technologies, Inc. is not 
responsible for use or interpretation cif the data included herein. 

"Analytical Integrity" · EPA Certified · NELAP Certified 
3310 Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330·253-821'1 · Fax: 330-253·4<},89 

Web Site: www.settek.com 
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Client lD# 

61843 

~ 

61843 

Client ID# 

61843 

ClicntiD# 

61843 

~ 

61843 

Client ID# 

51843 

ClientiD# 

61843 

Client JD# 

61843 

Client ID# 

61843 

ClicntlD# 

61843 

Client!D# 

61843 

DIM0052930 

~~ r~ lfl 
triti1 

ENVIRONMENTAL TECHNOLOGIES, INC. December 05,2011 
Analytical Laboratories Client: National Testing Laboratories 

Address: 657 I Wilson Mills Road 

Cleveland, Ohio 44143 

Received: 11/23/20 11 
Project#: Napoli-Benn (Hydroquest) 

Lab JD# Collected Analvte Hcsult Units Maaix Method DF LOQ Rurr Analyst 

1124423-01 22-Nov·ll Strontium 0.35 mg/1 DW 200.8 1 0.01 28-Nov-11 CM 
····-~···· ·-· .. ····-~---··-·····-···-·· 

Lab JD# Collected Analyte Result !l.!li.!.l! Matrix Method OF LOQ Run Analyst 

1124423-01 22-Nov-11 2-Butoxy Ethanol ND mg/L ow 8015M 1 10 02-Dec-11 KMG 

Lab ID# Collected Annlyte Result Units Mahix Metl10d OF LOQ fu!!l Analvsl 

1124423·01 22-Nov-11 2-Ethoxy Ethanol ND mg/L DW 8015 1 10 05-0ec·ll JBN 

2-Propyn-1-ol 

Lab !011 Collected Analvtc Result l!pits Matrix Method OF LOQ Run Anaill1 

1124423·01 22-Nov-11 2-propyn-1-ol ND ugfL DW 82608 5 25-Nov-11 MS 

Acrylonitrile 

LablD# Collected Ana Me Result Units Matri~ Method DF LOQ R!ill Analyst 

1124423-01 22-Nov-11 Acrylonitrile ND ug/1 DW 82608 1 2 25-Nov-11 MS 

Lab JD# Collected Analyte Result Units Matrix Method DF LOQ Run Analyg 

1124423"01 22-Nov-11 Color 75 DW SM2120B 1 28-Nov-11 JRK 

LablD# Collected Analyte Result Units Matlix Method DF LOQ Run i:\]]i!lvg 

1124423-01 22-Nov-11 Ethane 0.27 ppm DW GC/FID 1 0.01 28-Nov-11 JBN 

Lab .ID# Collected Ana!y~ Result Units Matrix Method DF LOQ Run Analvst 

1124423-01 22-Nov-11 Ethylene glycol ND mg/L DW 8015 1 1 29-Nov-11 JBN 

Lab JD# Collected Analyte Result Unit> MatJix Method DF LOQ Run Anah·st 

1124423-01 22-Nov-11 Formaldehyde ND mgfl DW NIOSH 0.02 02-Dec-11 Klv!G 
3500 

Lab JD# Collected Ana!yte Result Units Mattix Method DF LOQ Run Analyst 

1124423·01 22-Nov-11 Glutaraldehyde ND mg/L DW 8015M 1 10 02-Dec-11 KMG 

Lab !D# Collected Analyte Result Units Mattix Method OF LOQ Run Analyst 

1124423·01 22-Nov-11 Methane 11.89 ppm DW GC/FID O.Ql 28-Nov-11 JBN 

Page 4 

"Analytical Integrity" · EPJ.\ Certified · NELAP Certified 
3310 Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-44139 

Web Site: www.settek.com 
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Laboratory ID: 11467 

Customer: Hydroquest 
Paul Rubin 
909 County Rt 2 
Accord, NY 12404 

Dateffime Received: 11/23/2011 09:20 

P. Rubin Collected by: 

National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-5166 

(440) 449~2525, Fax: (440) 449-8585 

ANAL YTfCAL REPORTS 

SAMPLE CODE: 307284 

12/14/2011 

Source: 61844 - Carter Well 

Source City: Dimock 

Source State: PA 

The results herein conform to TNI and ISOIIEC 17025 standards, where applicable, unless otherwise narrated in the body of the report. The uncertainty of 
the test results are available upon request. All Dates and Times are reported as U.S. Eastern Time. 

Legend: 

Any Level Detected in RED or marked with ·indicates that the value has exceeded the EPA MaXimum Contaminant Level (MCL) or one of the Standards of Quality. 

"NO" This contaminant was not detected at or above our lower reporting limit (LRL) 

"NA" NotAnalyzed 

"Standard" This column indicates either the Maximum Contaminant Level (MCL) for EPA Primary Standards or the guideline values for EPA 
SecDrldary Standards. · 

"LRL" This column Indicates the Lower Reporting Limit, which Is the lowest level that the laboratory can detect a contaminant. 

Report Notes: 

pH analysis by EPA Method 150.1 has a 15 minute hold time from sampling to analysis. Analysis of pH past the 15 minute hold time should be considered an 
esUmate. 

1030 

1631' 
1032 

1052 

1929 

2905 

Lead 

M~9nesi~rri 
Manganese 

Sodium 

Carbonate (as CaC03) 

Foaming Agents 

200.8 0.015 mg!L 

200.7 mg/L 

23208 mgiL 

5540C 0.5 mg/L 

0.001 0.025. 

3 

20 ND 

0.1 ND 

11/29/2011 121612011 

. ;i'ii29t~P:i.h/ i&/6120,{1~ .. 
.......... :•:.:;,,; ,:.··.:.;;;.-», 

11/2212011 14:45 11/29/2011 11/3012011 

.1 ll29J:20~·1·•• ~216[20{1;, 
·-· ~ 

11/29/2011 11/30/2011 

t1i?gl~()1ll·• 1M4~ 11'12.9!2~~;( ~2i6!'2P'l\•• ··. 
11/22/2011 "14:45 

:+n221z61'L. ;14:'45 · · 
1112212011 14:45 

11i?212oi 1 r<~:~s 

11/22/2011 14 45 

1112912011 12/6/2011 

. ·. 11/29/2d11 

11/29/2011 

.· 11/23/2011 

11123/2011 15:50 

MBAS, calculated as Linear Alkylate Sulfonate (LAS), mol wt of 342.4 glmole 

4254 pH Temperature 150.1 Deg,C 

' j~"iilt01 j 14:~ . 
15 1112212011 14:45 

cf112~/2DJ1· 1,2if5, 

1112312011 12:15 

This.report.cannot be.reproduced, except In full, without the written approval of National Testing Laboratories, Ltd. 
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1004 

1055 

2944 

2986 

2988 

298~_;· 

2978 

2410 

Bromide 

Sulfate 

Dibromochloromethane 

1,1, 1,2-Tetrachloroethane 

300.1 

300.0 

524.2 
THMs 

524.2 

1., 1;2;2-Tetrachloroethane 524.2 

1.1~Dichloropropene 524.2 

National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-5166 

(440) 449-2525, Fax: (440) 449-8585 

250 

ANALYTICAL REPORTS 

SAMPLE CODE: 307284 

12/14/2011 

Inorganic Analytes ·Other 
mg/L 0.005 0.028 

mg/L 5.0 10:0 

mg/L 0.0005 ND 

Organic Analytes -Volatiles 

mgil 0.0005 NO 

mg/L 0.0005 NO 

11/22/2011 14:45 

11J:i2(2_Q',11 . 1.4:15 

11/22/2011 14:45 

11/22/2011 14:45 

1112212011 14:45 

: 1jl22/2b1:f'•14:4s 

11/22/2011 14:45 

11/22/2011 14:45 

mg/L 0.0005 ND 11122/2011 14:45 

~~2tf ,:f,g;3~Tm;liti:ifo~eh?;Eirle ·::sz::\::~t ·,_;· · ·; .w9il:~ · .!ls0.9o.5.' 
~-::,,.-.::,:,~ ~,,, ... ;~'~.,.._. :n: ·.t,. _,~-..:.·~~,·-· ·.-,;.:_.;r;·.:, : .•.. ! ___ ,. ;:·.:~;:_:;_~-;~-:~- ;:::..~:.·c:~·,_,:l.,,·.;··,., 

Npt-:,- ... ·.·•··· ·· .. m122(29J'( 1:4i4_s.: ·· 
1 _,; - ;~. ·_\;:~: 

2414 1,2,3-Trichloropropane 524.2 

-~~~\l~~i~.':::r{~i~;fH~,~:i3~0.~~r¥:~·?~-·-. 
2413 

2424 1 ,3;5-Trimethylbenzene 524.2 

2412 1,3-Dichloropropane 524.2 

!,s,~~· . -·~~4:~~;;~~~~0,~,~~z~f~~·"•' ·· .. ~~1::~~.· 
2416 2,2-Dichloropropane 524.2 

-:2965' 2~G:bl~r6:iaiu!Jn!l; 52~:2 
-· . _. ':f;_:~.;;·:.-· ·-· 

2966 4-Chlorotoluene 524.2 

2oao 4"1sopr~pyltoi~e~e 
·~.: ·. 

2990 Benzene 

. : 524;? 

524.2 

--

0.005 

mg/L 0.0005 NO 1112212011 14;45 

mg/L 0.0005 ND 11/22/2011 14:45 

mg/L 0.0005 NO 11/22/2011 14:45 

:i~/22.(2011'· '14:45'' 
mg/L 0.0005 ND 11/22/2011 14:45 

·mopo5\ 'Nli.: 
7

1112*~2611- ; 14:45 

mg/L 0.0005 NO 11122/2011 14:45 

~giL_ · oi¢605 . NO, '11i22{20.~ 1• !4:45· 
'. ~. ' :. . 

mg/L 0.0005 NO 11/22/2011 14:45 

This report cannot be reproduced, except in full. without the written approval of National Testing Laboratories, Ltd. 

11/2312011 

1\(~3/261'{ . 12i3Q 

12/12/2011 

::fii2:6J2o'i1 i:J~~rz . 
"·"·'··" 

11/26/2011 19:12 

11/3012011 

11130/2011 

11/,~b~zbtL · 

11/30/2011 

·.·_·1 j'f.3o~~~r1· 

11130/2011 

Hiaor~o1.1 ,. •· 
11/3012011 

11/30/2011 

1'i'r3ohoit. •· · 

11/30/2011 

; 1'1!3bi20;i1 
11/30/2011 

. ' 11'130/20}1 ' 

11/30/2011 

' 1)130/2011 ' . 

11/30/2011 

• i1/30l201i: 

11/30/2011 
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2982 Carbon Tetrachloride 524.2 

2216 Chloroethane 524.2 

2380 cis"1.2-Dichloroethene 524.2 

2408 Dibromomelhane 524.2 

2964 Oichloromethane 524.2 

2246 Hexachlorobutadiene 524.2 

2251 Methyl Tert Butyl Ether 524.2 

2979 trans-1 ,2-0ichloroethene 524.2 

2984 Trichloroethane 524.2 

2955 Xylenes (Total) 524.2 

National Testing Laboratories, Ltd 
556 South. Mansfield, Ypsilanti, Ml,.48197-5166 

(440) 449c2525, Fax: (440) 449-8585 

0.005 

0.07 

0.005 

0.1 

0.005 

10 

ANALYTICAL REPORTS 

SAMPLE CODE: 307284 

12/14/2011 

mg/L 0.0005 NO 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 NO 

mg!L 0.0005 NO 

mg/L 0.0005 NO 

mg/L 0.0005 NO 

mg/L 0.0005 NO 

mg/L 0.0005 NO 

mg/L 0.0015 NO 

· • • • '1'1i:Zzi2chl ~~!45 
11/22/2011 14:45 

11/22/2011 14:45 

11/22/2011 14:45 

11122/2011 14:45 

1112212011 14:45 

11/2212011 14:45 

11/22/2011 14:45 

:.t1·1iiz2i?oii.: ·\4\~s 
11/22/2011 14:45 

· <t17t2'/2crM •'1•4:45 · 
11/2212011 14:45 

· : '}ii;?~~i,~:Pjif: )~;4f: · 
11/22/2011 14:45 

; ; ; )~i22't2QJ{' '1'4:4jr. 
·-~- .• ··. 

1112212011 14:45 

'11/22/2o~ ~; ;i4~4si 
'. '- .;.._:!..,~· •• .: ; ···' 

11/22/2011 14:45 

This report cannot: be reproduced, except in fu/l,without the .written approval of National Testing Laboratories, Ltd. 

11/30/2011 

11/30/2011 

11/30/2011 

11/30/20'11 

\\ 1•1i3oi.2ony· · ··· 
11/3012011 

····11/~bl2.91i. 

11/3012011 

· ·1~Jao72'oD · 
,,,., ;; •' -: ;:.:::···· .. ~·:,:;::: ... :' ,-

11/30/2011 

11/30/2011 

11130/2011 

·'J1/~9l20}1:. 
11130/2011 

1,'1·130120!1 f . ::. :.·.~ , .. 
11/30/2011 

11130/2011 

1113012011 

11130/2011 
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National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-516.6 

(440)449-2525, Fax: (440) 449-8585 

ANALYTICAL REPORTS 

SAMPLE CODE: 307284 

12/14/2011 

These test results may be used for compliance purpose as required. 
(1) DUE TO THE LIMITATION OF EPA METHOD 524.2, m AND p ISOMERS OF XYLENE ARE REPORTED AS 
AGGREGATE. 

David Vesey, Technical Director 

This report cannot. be reproduced, except In full, withoutthe written approval of National Testing Laboratories, Ltd. 
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~National Testing 
laboratories, Ltd. CHAIN OF CUSTODY 

Initiated by: D Client D Broward Testing Laboratory, Ltd. 

CLIENT COMMENTS: 

AJ) uccl<-r 11 
f'i) j?C..r<;J't)e/f:r 

//:sf 

COC-001 12/1/03 

DIM0052930 

TYPES OF SAMPLES: 

DRINKING WATER=@ SOIL SAMPLE 

GROUND WATER = G SLUDGE/WASTE = W 

POOL WATER ·~ P OTHER TYPE =0 

SAMPLE SITE 

RELINQUISHED BY: (Signature) 

RECEIVED BY: (Signature) 

RELINQUISHED BY: (Signa1ure) 

DATE 

DATE 

See instructions on reverse side~ 

Page ___ of __ _ 

D National Testing Laboratories, ltd. 
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0 
~ 
0 
() 

I~ 

~National Testing 
CHAIN OF CUSTODY 

DIM0052930 

laboratories, ltd. 

Initiated by: 0 Client 0 Broward Testing laboratory, ltd. 

CLI 

' ')) U.:''>/ 
CLIENT COMMENTS: TYPES OF SAMPLES: 
A)} ~~C~·fcr rr ·(-.:- /-:>q_r-c; '>nder 

COC-001 12/1/(13 

DRINKING WATER =W SOIL SAMPLE = S 

GROUND WATER = G SLUDGEiWASTE = W 

POOL WATER = P OTHER TYPE =0 

See instructions on reverse side -?> 

lllllllll/1/lllllllll.llll llllllllllllllllllllllllllllllllllllllllllfll 
IIIII/II llllllll/lllfllllllllllllllllllllllll/11111 fl/11111111111 

eJ'~~r.L1?.:..1.1.~~~~4___ _ coc 

DIM0052948 



~fila tiona/ Testin,g 
Laboratories~ ltd. 

"~;..:," .:.• • ... ··.,;,,:;,, ,r·;;· • . -...."•,,-,',.· ~ 

f,.;;'il~l:.L~~~.zz.:,~tn::.rP~1.'1~~~~!11i:~;::::.::.:._u. 

Sold To: 
Hydroquest 

Paul Rubin 

1-800-458-3330 

909 County Rt 2 

Accord 
(845)657-8111 
hydroquest@yahoo.com 

Date Sampled :_1_// 22{_1L 

NY 12404 

General Compliance 
Order Number: 
Order Date: 

2017290 
11/17/2011 

Sample Number: 
Product: Mise Chemical 
Sample Paid: No 

TSR:MRM 

Payment Method: 

For Laboratory Use ONLY 

Lab Accounting Information: 

Payment$: 

Check#: 

Lab Comments/Special Instructions: 

EPA Method 8015: 2-Butoxylethanol, EThylene 

Time Sampled:_lf_: ·3 0 Please use Military Time, e.g. 3:oopm= 15:oo 

Check Time Zone: ~ST 0 CST 0 MST 0 PST 

Glycol, Glutaraldehyde, Ethoxylated Alcohol, EPA 
8260 : Thioglycolic Acid, Acrylonitrile, 
2-Propyn-1-ol, Formaldehyde & Strontium, Methane 

client Name: N~pol~· ·- Be.rn C/1).,-Jro Q. clcSf) . ( 

and Ethane. 

Phone Number: ;? f)~ G._S"......:..?_-__;;8';...;· lw.'t...!.'f ____ _ 

Fax Number: 

PWS ID# (if applicable}: 
State Forms: 

-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·· i i 

Sample ID or Source: b' { ff 'f G i Ex. 6 - Personal Privacy i 
i ~ Lab Sample Information: 

Clty &. State: 0/0 c c/0 /) /-1 ;-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·; 
(ffDifferent than Above) 

Date Received: __ , __ / __ 
Time Received: : 

Sample Collected By: ;'f(/.:;;:.~d1 t?, ~-"'RJ.-'_, __ _ Received By: 
(Signature) 

Sample Collected By: fr::c.J /l. ~~ v,h//1 

D Sample receipt criteria checked & acceptable. 

0 Deviations from acceptable sample receipt criteria noted 
(Please Print) 

Form Completed By~ ~~~ {(: rff::d.. 
' 

on PSA form. 

Additional Comments: 

Et-fh1 >l~.r/1 ht.Alle -~o.v/f}j;j_, 

INCOMPLETE lNFORI\liATlON MAY DELAY ANALYSIS AND/OR INVJ\UDATE RESULTS 

DIM0052930 

DIMOCK_011164 

DIM0052949 



; 
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Summit Environmental Technologies, Inc. 
Cooler Receipt Form llllllllllllllllllllllllllllllllllllllll lllllllllllllllllllllllllllllllllllllllllllll 

Order 10: 1124424 COOLER 

Order ID:. __________ _ 

Log in Initials: _________ _ 

Dale Received: I I 'L '3. i I 
r--

Time Received: /_ (} c~_(, __ Dale opened:_'-( -'-1 -'1...,:::.__.;'\'--=-{ -'-'--

Number of Coolers/€xes: N/1'. Unpacked by··---,;-_4_0 __ _ 

Shipper·. FED EX (0Ps DHL Airborne US Postal Walk-In Pickup Other:. ______ _ 

Packaging: (£eanuls ~bble Wrap Paper Foam None Other: _________ _ 

Tape on cooler/box: G N N/A 

Custody Seals intact y NIA 

C-0-C in plastic N N/A 
/ 

Coolant: Ice_ ~e ice_Water_None __ Sample Temperature.---=5.;.-· _.) __ •c 

C-0-C filled out properly 
/' 
\.! N N/A 

Samples in separate bags y N/A 

Sample containers intact 0 N N/A 

*If no, list broken sample(s):. _____ -:--------------------

Sample label(s) complete (ID, date, etc.) ~- N N/A 
'-

Label(s) agree with C-0-C <i_ N N/A 

Correct containers used ("( N NiA 
'·-

Sufficient sample received (( N N/A 

Samples at correct pH? (list below) y N rNA 
' ..---

Bubbles absent from 40 ml vials*• 0_ N N/A 

.. Samples with bubbles less than the size of a pea are acceptablr=. 

Cllenl contact: ________________ Datr=fTime~: ------------

Comments: ______________________________ _ 

Sample ID I pH SamflleiD \ pH I 

I 
I 

---! 
~--: 

Rev. 6a 12/10110 
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I 
ENVIRONMENTAL TECHNOLOGIES, INC. 

l4.nalytical Laboratories 

LABORATORY REPORT 
I 

Client 
National Testing Laboratories 

6571 Wilson Mills Road 
Cleveland, Ohio 44143 

Order Number 
1124424 

Project Number 
Napoli-Berm (Hydroquest) 

Issued 
Monday, December 05, 2011 

Total Number of Pages 

4 (excluding G.O.C. and cooler receipt form) 

Approved By : -;Jj~ 
QA Manager llllllllllllllllllill~l~/lllllilillll 

NELAC Accreditation #E87688 

"Analytical Integrity" · EPA Certified · NELAP Certified 
3310 Win Street Cuyahoga Fails, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-4489 

Web Site: www.settek.com 

DIM0052930 
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ENVIRONMENTAL TECHNOLOGIES, INC. 

J~nalytical Laboratories 

Sample Summary 

Client: National Testing Laboratories 

Order Number: 1124424 

Laboratory ID Client ID 

1124424-01 61846 

Matrix 

Drinking Water 

2 

Sampling Date 

11/22/2011 

"Analytical Integrity" · EPA Certified · NELAP Certified 
ss·w Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-4489 

Web Site: www.settelccom 

DIM0052930 
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~~1 "'~ 
~t, 
~ 

ENVIRONMENTAL TECHNOLOGIES, INC. 

i~na!yticaf Laboratories 

Client: National Testing Laboratories 

Order Number: 1124424 

Report Narrative 

3 

No problems were encountered during analysis of this order number, except as noted. 

Data Qualifiers: 
B = Analyte found in the method blank 
J = Estimated concentration ofanalyte between MDL (LOD) and Reporting Limit (LOQ) 
C = Analyte has been confirmed by another instrument or method 
E = Analyte exceeds the upper limit of the calibration curve. 
D = Sample or extract was analyzed at a higher dilution 
X = User defined data qualifier. 
S =Surrogate out of control limits 
U = Undetected 
a = Not Accredited by NELAC 

NO= Non Oetectedat LOQ 
OF==· Dilution Factor 

Matrices: 
A=Air 
c =Cream 
DW = Drinking Water 
L =Liquid 
O=Oil 
SL =Sludge 
SO= Soil 
s =Solid 
T =Tablet 
TC = TCLP Extract 
WW =Waste Water 
W=Wipe I Limit Of Quantitation (LOQ) = Laboratory Reporting Limit (not adjusted for dilution factor) 

Limit Of Detection (LOD) = Laboratory Detection Limit ________ ! 

Estimated uncertainty values are available upon request. 

The test results meet the requirements of the NELAC standard, except where noted. The information contained in 
this analytical report is the sole property of Summit Environmental Technologies, Inc. and that of the client. It cannot 
be reproduced in any form without the consent of Summit Environmental Technologies, Inc. or the client for which this 
report was issued. The results contained in this report are only representative of the samples received. Conditions 
can vary at different times and at different sampling conditions. Summit Environmental Technologies, Inc. is not 
responsible for use or interpretation of the data included herein. 

"Analytical integrity" · EPA Certified · NELAP Certi'fied 
3310 Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-4489 

Web Site: www.settek.com 
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Client 10# 
61846 

Client!D# 
61846 

Client ID# 
51846 

Client.[O# 
51846 

Client JD# 
61846 

Client 10# 
61845 

Client 10# 
61846 

Client 10# 
61846 

ClicntlD# 
61846 

Client!D# 
61846 

Client1D11 
61846 

DIM0052930 

ENVIRONMENTAL TECHNOLOGIES, INC. December 05, 2011 
Analytical Laboratories Client: National Testing Laboratories 

Address: 6571 Wilson Mills Road 
Cleveland, Ohio 44 J 43 

Received: 11/23/2011 
Project#: Napoli-Berm (Hydroquest) 

Lah JD# Collected Analyte Result Units Matrix Method OF LOO 
1124424-01 22-Nov-11 Strontium 0.055 mg/1 DW 200.7 1 0.01 

Lab!D# Collected Analvte Result Units Matrix Method OF LOO 
1124424-01 22-Nov-11 2-Butoxy Ethanol ND mg/L DW 8015M 1 10 

Lab ID# Collected Annlvte Result lln.i!§ Matlix Method OF !,QQ 
1124424-01 22-Nov-11 2-Ethoxy Ethanol ND mg/L DW 8015 1 10 

2·Propyn·1-ol 
LabJD# Collected Analyte Result Units Matdx Method OF !,QQ 
1124424-01 22-Nov-11 2cpropyn-1-ol ND ug/L DW 82606 1 5 

Acrylonitrile 
LabJD# Collected Analyte Result Units Mauix Method OF !,QQ 
1124424-01 22cNav-11 Acrylonitrile ND ug/1 DW 82606 1 2 

LablD# Collected Analytc Result Units Mattix Method OF !,QQ 
1124424-01 22-Nov-11 Color 5 DW SM2120B 1 1 

Lab 10# Collected Analvte Result Units Mal!1x i\lethocl OF LOQ 
1124424-01 22-Nov-11 Ethane ND ppm DW GC/FID 1 0.01 

LabJD# Collected Analvte Result Units Mattix Method DF LOQ 
1124424-01 22-Nov-11 Ethylene glycol ND mg/L DW 8015 1 1 

L1b ID# Collected Analyte Result Units Mntlix Method DF !,QQ 
1124424.-01 22-Nov-11 Formaldehyde ND mg/1 DW NIOSH 1 0.02 

3500 

Lah JD# Collected Analytc Result Units Matrix Method DF LOQ 
1124424-01 22-Nov-11 Glutaraldehyde N[) mg/L DW 8015M 1 10 

Lab 10# Collected Analvtci Result Units Mattix Method OF LOQ 
1124424-01 22-Nov-11 Methane 0.04 ppm ow GC/FID 1 0.01 

"Analytical Integrity'' · EPA Certified · NELAP Certified 
3310 Win Street Cuyahoga Falls, Ohio 44223 " Phone: 330·253-8211 · Fax: 330-253-4489 

Web Site: www.settek.com 

Run Analyst 
05-Dec-11 VVK 

Run Analyst 
02-Dec-11 KMG 

Run Analyst 
05cDec-11 JBN 

E.!!!J Analvst 
25-Novc 11 MS 

Run Analyst 
25-Nov-11 MS 

Run Analvst 
28-Nov-11 JRK 

Run Analyst 
28-Nov-11 JBN 

Run Analyst 
29-Nov-11 J6N 

Run Analvst 
01-Dec-11 KMG 

Run Analvst 
02-Dec-11 KMG 

Run Analyst 
28-Nov-11 JBN 

Page 4 
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Laboratory ID: 11467 

Customer: Hydroquest 
Paul Rubin 
909 County Rt2 
Accord, NY 12404 

Date!Time Received: 11/23/2011 09:20 

P. Rubin Collected by: 

National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-5166 

(440)449-2525, Fax: (440) 449-8585 

ANALYTICAL REPORTS 

SAMPLE CODE: 307286 

12/14/2011 

Source: 61847 - Sautner Well 

Source City: Dimock 

Source State: PA 

The results herein conform to TN I. and ISO/IEC 17025 standards. where applicable. unless otherwise narrated in the body of the report. The uncertainty of 
the test results are available upon request. All Dates and nmes are reported as u.s. Eastern Time. 

Legend: 

Any Level Detected in RED or marked with* indicates that the value has exceeded the EPA Maximum Contaminant Level (MCL) or one of the Standards of Quality. 

"NO" This contaminant was not detected at or above our lower reporting limit (LRL) 

"NA" NotAnalyzed 

"Standard" This column indicates either the Maximum Contaminant level {MCL) for EPA Primary Standards or the guideline values For EPA 
Secondary Standards. 

"LRL" This column indicates the Lower Reporting Limit, which is the lowest level that the laboratory can detect a contaminant. 

Report Notes; 

pH analysis by EPA Method 150.1 has a 15 minute hold time from sampling to analysis. Analysis of pH past the 15 minute hold time should be considered an 
estimate. 

1005 Arsenic 200.8 0.010 mg/L 0.002 ND 11/22/2011 13;55 11/28/2011 

" '1;:ij2iJt26lf ···•· . ··.~, __ , :·. ,._:;~:-- . 
1016 Calcium 200.7 mg/l 2.0 27 11/22/2011 13:55 11/28/2011 

1~\12212o1'1 < t3:55 :'11/?8/giJ~.~··· 
'·'' <-~_;·_ ;. 

11/22/2011 13:55 11/28/2011 

·· • H/2.~i2oj 1 <1siss.; . ~· . . . - ··•.· 1'1/2!ii2o1:1 ' 

11/22/2011 13:55 11128/20.11 

''3i/z2/2M1 .. 13:55. 'H12;8@h1· 
1052 Sodium 1112212011 13:55 11/28/2011 

;1'928. , ~icaciJ~!,~~~.·~~~~~.?:~~r~·····. ':232o'Ef·_, ···.··11i2912:0.11 
.'>,_, ... .. J. ::~ -:,~:,:,_;, _-;~_.:~-.:.-5 . . ... -
1929 Carbonate (as CaC03) 23208 mg/L 20 ND 11/22/2011 13:55 11/29/2011 

; .11/2}/20'11' 

2905 Foaming Agents 5540C 0.5 mg/L 0.1 ND 11/22/2011 13:55 11/23/2011 15:50 

MBAS, calculated as Linear Alkylate Sulfonate (LAS). mol wt of 342.4 g/mole 

••• 11<123/201 1, :1'2:•1'5 .. ' 
··-·· ·.·:·;·. 

4254 pH Temperature 150.1 Deg,C 15 11122/2011 13:55 11/23/2011 12:15 

This report cannot be reproduced, except in full, without the written approval of National Testing Laboratories, Ltd. 
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National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, MJ, 48197-5166 

(440) 449-2525, Fax: (440) 449-8585 

ANALYTICAL REPORTS 

SAMPLE CODE: 307286 

12/14/2011 

·Organic Analytes • Trihalomethanes 

lm:~~ ··~;:;0~~~~~~i~~'~r&~~~h~ri.~ . :LL. ;~~~~;~_;Y ·~ ·. " · .. :~:;~t~J.;S/\~o;~.~~5r-;,~~p?:<\;;:·:~::~~·}\~h~2~~goi1i ;J3ist; .•.. _ 

2942 Bromoform 524.2 
THMs 

2988 1,1,2,2-Tetrachloroethane 524.2 

2410 1, 1-Dichloropropene 524.2 

mg/L 

mg/L 

mg/L 

0.0005 ND 11/22/2011 13:55 

0.0005 ND 11/22/2011 13:55 

0.0005 ND 11/22/2011 13:55 

~~y;~~;Eifi~ff~~~~~[,~tio~?~~~E:···~~·-~·~~1~:-.• , __ (P:?t ...... :.~R(:~:::.·-~\A~222~!~-~.-~:~~::··.c; .. : ....• ::· .. 
2418 1,2,4-Trimethylbenzene 524;2 mg/L 0;0005 ND 

•2968 

;;2_9~~·-
;,~',: ... •;.&~,A;t 0 

:-jJ~'~.?t~~:~~¥f~n¥~1~: ·_·_ ... -. 
2416 2.2~Dichloropropane 524.2 mg/L 0.0005 ND 

·--~~¢DJ\lrli\g[\ie6~· 
-~-; .,_.;,;~, :,~'• ,_,.,; 

2966 4-Chlorotoluene 524.2 mg/L 0.0005 NO 

2990 Benzene 524.2 0.005 mg/L 0.0005 ND 

11/2212011 13:55 

11/2212011 13:55 

\{ji2:it?q:l1, 'is;s5 
11/2212011 13:55 

·:111;[2i20J11 13~65 ... 
·; ,-;;~ :-·~, ~ 

11/22/2011 13:55 

.. --:}~~2!i~?1.t .13i55• 

11122/2011 13:55 

>i:1hv2o1t~·,s;55 •·• · · 

11/22/2011 13:55 

This report cannot be reproduced, except in full, without the writ/en approval of-National Testing Laboratories, Ltd. 

11/30/2011 

11/30/2011 

11/30/2011 

11/3012011 

11/30/2011 

11/30/2011 

·•11/~Q/2:0j1.: 

11/3012011 

. :1 j/30/2011: ..... 

11130/2011 

1113012011 
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,,,,,,:,:, .. , 

2982 Carbon Tetrachloride 524.2 

298fi ' .. Chlorob'enfe-~;,;- .. .. , 

~.:.:~:,:, ...... ~:.... .• ~ :. :.:...;;.::-··· ."":S;_.;.~ :; _\' .. :: ,:~ ............... 
22.16 Chloroethane 524.2 

2380 cis-1 ,2"Dichloroethene 524.2 

2212 i ~,~oicliliiiliCJii\u&raiiiilifi'~iie':Y·C:·· ''524:i 
'"'' ~,>>>i :-~< >:<',:c:!,'~ _;;':~:;_:..::,:: ;.:~ ;~::~:. ·,, ~ .. ... :!; . ~:.·: 

2964 Dichloromethane 524.2 

2246 Hexachlorobutadiene 524.2 

2251 Methyl Tert Butyl Ether 524.2 

2998 Propylbenzene 524.2 

2979 trans-1,2-Dichloroethene 524.2 

2984 Trichloroethane 524.2 

2904 Trichlorotrif)uoroethane 524.2 

.. -~ 
:..1 

National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-5166 

(440) 449-2525, Fax: (440) 449-8585 

0.005 

0.07 

,,_.,,, . 
';'"!--

0.005 

0.1 

0.005 

ANALYTICAL REPORTS 

SAMPLE CODE: 307286 

12114/2011 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

mg/L 0.0005 ND 

11/22/2011 13:55 

· .. 1;1i2'2i2oJf :·13:55 
11/2212011 13:55 

11/22/2011 13:55 

·-]t~~~12oj:i j'3i5~' . · 
11/22/2011 13:55 

11/22/2011 13:55 

11/22/2011 13:55 

"\W221_i()jNi' ~3!.55-
, ,,, .:;. ;-,:· -· 
11/2212011 13:55 

11/22/2011 13:55 

·· :Hiz2jzo:_1'£ ~13:5.5: •· .,·->:: __ :.:.:.., /, • ~: :~~~·.;' ; ; 
11/22/2011 13:55 

This report cannot be reproduced, except in full, without the wtillen approval of National Testing Laboratories, Ltd. 

· ji1Y3.?t~(J~1: 
11/3012011 

····· .•· '1-fiaai2o11' 
.. . :)_-:,·:.·-·,;.,-·:: 

11/3012011 

11/30/2011 

11/30/2011 

11130/2011 

:'-;.;,· .. ,. 
11/30/2011 

11/30/2011 

'>::·;:::·,:. 

11/3012011 

11/30/2011 

..... i11.3:0i¢ti~i ... , ... 

11/30/2011 
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National Testing Laboratories, Ltd 
556 South Mansfield, Ypsilanti, Ml, 48197-5166 

(440) 449-2525, Fax: (440) 449-8585 

ANALYTICAL REPORTS 

SAMPLE CODE: 307286 

12/14/2011 

These test results may be used for compliance purpose as required. 
(1) DUE TO THE LIMITATION OF EPA METHOD 524_2, m AND p ISOMERS OF XYLENE ARE REPORTED AS 
AGGREGATE. 

David Vesey, Technical Director 

This report cannot be reproduced, except in full, wit/lout th.e written approval of National Testing Laboratories, Ltd. 
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0 
~ 
0 
() 

I~ 

~National Testing 
laboratories Ltd. 

CLIENT/COMPANY NAME: 

CLIENT COMMENTS: 
;.}cl,} C j,,. (';;;, e 1'·Aer 
;(~r<:.?neh::r.3 

COC-001 12/l/03 

DIM0052930 

CHAIN OF CUSTODY 

Initiated by: 0 Client 0 Broward Testing Laboratory, Ltd. 

TYPES OF SAMPLES: 

DRINKING WATER =(Q· SOIL SAMPLE = S 

GROUND WATER = G SLUDGE/WASTE = W 

POOL WATER = P OTHER TYPE =0 

See instructions on reverse side -7 

Page ___ of __ _ 

0 National Testing laboratories, Ltd. 

DIM0052959 
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~National Testing 
Laboratories Ltd. CliAIN OF CUSTODY 

1111111111111111111111111 .. 111111111111111111111111111111111111111111111 

11111111111111111111111111111111111 lllflfrrlllf/1111111 

Initiated by: D Client D Broward Testing laboratory, ltd.Order ID: 1124425 coc 
CLI 

CLIENT COMMENTS: TYPES OF SAMPLES: 

/1 ),J '"(.: l~r ;,. f·o / 7 q;·.:;.;, .pj,;; ;- · 

DRINKING WATER ..(1!) SOIL SAMPLE 

GROUND WATER ~ G SLUDGE/WASTE = W 

POOL WATER ~ P OTHER TYPE =0 

J;.~t 

DATE TIME 

t 1 ·ui , :: .. , 
(6) 

SAMPLE SITE 
DESCRIPTION 

DATE 

DATE 

RECEIVED BY: (Sigiiature) DATE 

(7) 

See instructions on reverse side _, 

DIM0052960 



~National Testing 
Laboratories7 ltd. 

;,- ;_,.> • .; -""~{~i;!:j;: • .:~·· '+ ~1.:44,:;.~;,;_:."·, .. \.~· ... ~;-;;:.,:.,'t:}~•~;:__« '._;·~.i 

P'~~~~~~ra.c;;t..:::t-t:cii~ll...'1;;;'StO'!i~:i! 

Sold To: 
Hydroquest 

Paul Rubin 

1-800-458-3330 

909 County Rt 2 
Accord 
{84S)657~8111 

hydroquest@yahoo.com 

Date Sampled :J.L; .l.J.1_1L 

NY 12404 

General Compliance 
Order Number: 
Order Date: 

2017291 
11/17/2011 

Sample Number: 
Product: Mise Chemical 
Sample Paid: No 

TSR: MRM 

Payment Method: 

For Laboratory Use ONLY 

Lab Accounting Information: 

Payment$: 

Check#: 

Lab Comments/Special Instructions: 

EPA Method 8015: 2-Butoxylethanol, EThylene 

Time Sampled:jj __ :~ Please use Milllary Time, e.g. 3:00pm= 15:00 

Check Time Zone: [HE'sT 0 CST 0 MST 0 PST 

Glycol, Glutaraldehyde, Ethoxylated Alcohol, EPA 

Client Name: tv<."Z.eCfl/-~ Ber;., (~ydN.;Quesf) 
Phone Number: f) T-.5 .- 6' S7- S i // 

Fax Number: 
---------------------------------

PWS ID# {if applicable): 

Sample ID or Source: _G' ..... · ..... t ..... S' ..... 'f ..... ?'--__:;;.S....;te ..... · v ..... r ..... · h:..<-,;;;.e..:.r ___ _ 

City & State: 0 1-t;-, DCk fA 
iff Different than Above) 

Sample Collected By: /~ Q. /~ 
(Signature) 

$ample Coliected By: f(?., / If, ~ u b {h 
(Please Print) 

Form.Completed By: /~' C(! ;£:!;, 

Additional Comments; 

8260 : Thioglycolic Acid, Acrylonitrile, 
2-Propyn-1-ol, Formaldehyde & Strontium, Methane 
and Ethane. 

State Fonns; 

Lab Sample Information: 

Date Received: __ , __ / __ 
Time Received: : 

Received By: 

O Sample receipt criteria checkec:l & acceptable. 

0 Deviations from acceptable sample receipt criteria noted 
on PSA form. 

INCOMPLETE INFORMATION MAY DELAY ANALYSIS AND!OR INVALIDATE RESULTS 

DIM0052930 

DIMOCK_011176 
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Summit Environmental Technologies, Inc. 
Cooler Receipt Form 

1111/lll/llllllfllllllll fl/1111111111111 11111111111111111 IIIII 1111111111 IIIII t~/1111 
Order 10: 1124425 COOLER 

Order 10: __________ _ 

Log in Initials _________ _ 

Dale Received: l ( <). 3 l ( Time Received: (6 o ~· 

Number of Coolers~xes:. _ _j_ ___ _ N/A 

DHL Airborne US Postal Shipper· FED EX 0.ps 
Packaging: (Peanuts 

Tape on cooler/box: 

~~bleWrap Paper Foam 

0 
Custody Seals intact y 

C-0-C in plastic (y 
'· 

Walk-in 

None 

Date opened:_._/ J-/ '=2'-=J"'---/_r __ 

Unpacked by·_
2

1_;,!}_c.-_-__ _ 

Pickup Other: 

Other: 

N N/A. 

Gj NIA 

N I'll A 

Coolant: lee_ Blue ice_Water_None Sample Temperature :2-) "C 

C-0-C filled out properly 

Samples in separate bags 

Sample containersintact 

r:;; 
y 

G 

N N/A 

(N N/A 

N N/A 

*If no, list broken sample(s):. ___ .,._ ____________________ _ 

Sample label(s) complete (10, date, etc.) c¥_' N N/A 

Label(s) agree with C-0-C G_ N N/A 

Correct containers used ~ N N/A 

Sufficient sample received (_ N N/A 

Samples at correct pH? (list below) y N GA 

Bubbles absent from 40 ml vials .. ( N N/A 

•• Samples with bubbles less than the size of a pea are acceptable. 

Client contact: _______________ Daterrime~: -----------

Comments:, ______________________________ _ 

! Sample ID pH Sample ID ', eH-
- I 

) 

Rev. 6a 12/10/10 
I 
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ENVIRONMENTAL TECHNOLOGIES, INC. 

Analytical Laboratories 

lABORATORY REPORT 

Client 
National Testing Laboratories 

6571 Wilson Mills Road 
Cleveland, Ohio 44143 

Order Number 
1124425 

Project Number 
Napoli-Berm (Hydroquest) 

Issued 
Monday, December 05, 2011 

Total Number of Pages 

4 (excluding C.O.C. and cooler receipt form) 

Approved By: --/{j~ 
QA Manager 

lmiiii!IIIIII!IUIIIIIIII!IIImllll 

NELAC Accreditation #E87688 

"Analytical Integrity" · EPA Certified · NELAP Certified 
3310 Win Street Cuyahoga Falls, Ohio 44223 a Phone: 330-253-821 i · Fax: 330-253-4489 

Web Site: www.settek.com 
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ENVIRONMENTAL TECHNOLOGIES, INC. 

Analytical Laboratories 

Sample Summary 

Client: National Testing Laboratories 

Order Number: 1124425 

Laboratory ID Client ID 

1124425-01 61849 

Matrix 

Drinking Water 

2 

Sampling Date 

11/22/2011 

"Analytical Integrity" · EPA Certified · NELAP Certified 
3310 Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-4489 

Web Site: www.settelccom 
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ENVIRONMENTAL TECHNOLOGIES, INC. 

Analytical Laboratories 

Client: National Testing Laboratories 

Order Number: 1124425 

Report Narrative 

3 

No problems were encountered during analysis of this order number, except as noted. 

Data Qualifiers: 
B = Analyte found in the method blank 
J = Estimated concentration of analyte between MDL (LOD) and Reporting Limit (LOQ) 
C = Analyte has been confirmed by another instrument or method 
E = Analyte exceeds the upper limit of the calibration curve. 
D = Sample or extract was analyzed at a higher dilution 
X = User defined data qualifier. 
S = Surrogate out of control limits 
U = Undetected 
a = Not Accredited by NELAC 

NO = Non Detected at LOQ 
OF = Dilution Factor 

Limit Of Quantitation (LOQ) = Laboratory Reporting Limit (not adjusted for dilution factor) 
Limit Of Detection (LOD) = Laboratory Detection Limit 

Estimated uncertainty values are available upon request. 

Matrices: 
A=Air 
C =Cream 

I 
DW = Drinking Water 
L =Liquid 
O=Oil 
SL =Sludge 
SO= Soil 
S =Solid , 
T =Tablet 1 

l
TC = TCLP Extract 

1

. 
WW =Waste Water 

1 

W = Wipe _j 

The test results meet the requirements of the NELAC standard, except where noted. The information contained in 
this. analytical report is the sole property of Summit Environmental Technologies, Inc. and that of the client. It cannot 
be reproduced in any form without the. consent of Summit Environmental Technologies, Inc. or the client for which this 
report was issued. The results contained in this report are only representative of the samples received. Conditions 
can vary at different times and at different sampling conditions. Summit Environmental Technologies, Inc. is not 
responsible for use or interpretation of the data included herein. 

"Analytical Integrity" · EPA Certified · NELAP Certified 
3310 Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-4489 

Web Site: WWIN.settek.com 
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Clicnt!D# 
61849 

ClientlD# 
61849 

Client 10# 
61849 

ClientlD# 
61849 

Client ID# 
61849 

Client 10# 
61849 

Client JD# 
61849 

Client ID# 
. 61849 

Client 10# 
61849 

Client lOll 
61849 

ClicntiD# 
61849 

DIM0052930 

ENVIRONMENTAL TECHNOLOGIES, INC. December 05,2011 
Analytical Laboratories Client: National Testing Laboratories 

Address: 6571 Wilson Mills Road 
Cle\eland, Ohio 44143 

Received: ll/23i2011 
Project#: Napoli-Benn (Hydroquest) 

Lab ID# Collect~d AnalyLe Result Units Mattix Method DF h.QQ 
1124425-01 22-Nov-11 Strontium 0.2 mg/1 DW 200.7 1 0.01 

Lab ID# Collected Analvte Result Units Mattix Method OF LOQ 
1124425-01 22-Nov-11 2-Butoxy Ethanol ND mg/L OW 8015M 1 10 

LabJD# Collected Analvte Result Units Mattix Me!l10d OF LOQ 
1124425-01 22-Nov, 11 2-Ethoxy Ethanol ND mg{L DW 8015 1 10 

2-Propyn-1-ol 
Lab ID# Olllected AnHiyte Result Units Matrix Method OF h.QQ 

1124425-01 22-Nov-11 2-propyn-1-ol ND ug/L ow 82608 1 5 

Acrylonitrile 
Lab 10# Collected Analyte Result Units Mauix Method OF 1QQ 

1124425-01 22-Nov-11 Acrylonitrile NO Ug/1 DW 82608 1 2 

Lab 10# Collected Analyte Result Units Matrix Method OF LOQ 
1124425-01 22-Nov-11 Color 3 DW SM2120B 1 1 

Lab 10# Collected Analyte Result Units Matrix Method DF LOQ 
1124425-01 22-Nov-11 Ethane ND ppm DW GC/FID 1 0.01 

Lab fD# Collected Anahte Result Units Matlix Method DF 1QQ 
1124425-01 22-Nov-11 Ethylene glycol ND mg/L DW 8015 1 

Lab ID# Collected Analytc Result Units Mattix Method DF LOQ 
1124425-01 22-Nov-11 Formaldehyde ND mg/1 DW NIOSH 1 0.02 

3500 

.Lab !D# Collected Analyte Result Units Matrix Method OF 1QQ 
1124425-01 22-Nov-11 Glutaraldehyde ND mg/L ow 8015M 1 10 

Lab 10# Collected Aaalyte Result Units Mattix Method OF h.QQ 
1124425-01 22-Nov-11 Methane 0.01 ppm DW GC/FID 1 0.01 

FJ 

"Analytical Integrity" · EPA Certified · NELAP Certified 
3310 Win Street Cuyahoga Falls, Ohio 44223 • Phone: 330-253-8211 · Fax: 330-253-4489 

Web Site: www.settek.com 

Run Analyst 
05-0ec-11 VVK 

Run Aaalyst 
02-Dec-11 KMG 

Run Analyst 
05-Dec-11 KMG 

Run Analyst 
25-Nov-11 MS 

Run Analyst 
25-Nov-11 MS 

Run Annlyst 
28-Nov-11 JRK 

Run Annlvst 
28-Nov-11 J BN 

Run Analyst 
29-Nov-11 JBN 

Run Analyst 
01-Dec-11 I<MG 

Run Analyst 
02-Dec-11 KMG 

Run Analyst 
28-Nov-11 JBN 
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